
Genotype score   2,00/2,00 
Interpretation score  no participation 
Clerical/reporting score  no participation 

Prof. Dr. Els Dequeker, Scheme Coordinator 11/06/2018 

Dr. Michael A. Morris Diagnostic/Technical Expert 11/06/2018 

Quality Control  
Nuclear Laser Medicine s.r.l 
Settala Italy 

The CF Network is coordinated by the Biomedical Quality Assurance Research Unit  
of KU Leuven, Belgium. The BQA Research Unit is an ISO 17043 accredited EQA provider. 
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